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A new interferometric method not requiring any sample prepara- 
tion is presented for determining the refractive-index profiles of 
optical fibers. The whole fiber is immersed in index-matching oil and 
placed transversely under an interference microscope. The determi- 
nation of the refractive index distribution for an arbitrary, circularly 
symmetric fiber core requires the solution of an integral equation. In 
this first of two papers on the subject, we describe a method which 
accomplished its solution by assuming that the fiber core consists of 
a large number of concentric circular cylinders of step-wise constant 
refractive index. The index distribution can then be obtained by 
determining the index values of each layer successively. The method 
has been applied to double- and single-pass interferometric arrange- 
ments which are being compared here. The single-pass method is 
reproducible to about 1 percent and provides the complete index 
distribution within minutes with the help of a computer-controlled 
video-analysis system. The results of this method are in excellent 
agreement with profiles obtained from polished slabs of the same 
fiber. 

I. INTRODUCTION 

Multimode optical fiber systems can achieve high bandwidth if the 
refractive index profile of the fiber core approximates very closely the 
theoretically predicted almost-parabolic shape. This poses the problem 
for the fiber fabricator of being able to produce preselected index 
profiles with high accuracy and also of being able to check whether 
the desired profile has actually been obtained. It is thus necessary to 
have measuring equipment capable of displaying the index profiles of 
fibers after manufacture quickly, accurately, and, if possible, nonde- 
structively. 

Means for measuring refractive index profiles by accurate interfer- 
ometric techniques have previously been described. 1 " 3 However, the 
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most successful earlier technique, the slab method, requires elaborate 
sample preparation because a thin slice has to be cut out of the fiber 
and polished to a high degree of flatness and parallelism. 

If the interferogram could be made by shining light not longitudi- 
nally but transversely through the fiber core, fiber preparation would 
become unnecessary, except for the need for preventing the fiber 
cladding from contributing a very large amount of fringe shift. This 
can be accomplished by submerging the fiber in index-matching oil. 
This general idea has been described in Ref. 4. A similar method has 
been used in Ref. 5, but the analysis used to extract the refractive 
index profile from the interferogram was restricted to power law 
profiles that can be characterized by two constants, the refractive 
index difference (between the maximum value at the core center and 
the cladding value) and the power law coefficient. Actual fibers have 
refractive index distributions that do not fit a simple power law. Most 
fibers at present have an index depression on axis and at the core 
boundary. But even the comparatively regular parts between core 
center and core boundary do not always conform to one definite power 
law profile. It is thus necessary to evaluate the transverse interfero- 
grams without assuming a particular functional shape for the index 
distribution. We describe such a method in this paper. 

Because the fiber need not be cut and polished for transverse 
illumination, we call this procedure the "whole-fiber method." 

The refractive index distribution n(r) is related to the fringe shift 
pattern by an integral equation which we solve by replacing the 
function n{r) by a staircase approximation. Our method is based on 
the assumption that the index profile is of rotational symmetry and 
neglects the effect of ray bending inside the core. The staircase 
approximation of the index curve is equivalent to an approximation of 
the original integral (of the integral equation) by a discrete sum and to 
solving the resulting system of coupled equations. 

As a particular matter, the interferogram can be obtained in two 
different ways. If a single-pass interference microscope is available, the 
light beam need pass the fiber core only once. Some conventional 
microscopes can be equipped with an interference objective attach- 
ment that functions as an interferometer if the sample is placed on a 
mirror and the light beam is allowed to pass back and forth through it. 
This double-pass method suffers from the disadvantage that each ray 
is bent much more severely in passing the core twice, so that ray 
bending is no longer negligible. We present a comparison of the single- 
and double-pass methods in this paper. Furthermore, we describe an 
automated, computer-controlled video system for performing the in- 
terference measurements and data evaluation automatically and com- 
pare the results of the whole-fiber method with those of the more 
accurate slab method. 
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II. CIRCULAR INDEX METHOD: DOUBLE-PASS INTERFEROMETER 

The experimental arrangement for double-pass interferometric ob- 
servations is shown in Fig. 1. The double-pass interferometer has the 
advantage of being much cheaper than a commercial interference 
microscope because it utilizes an interference objective as an attach- 
ment to an ordinary microscope. A short section of the fiber is 
immersed in index matching oil and placed on a metallized optical flat 
serving as a mirror. The optical flat can be heated to achieve perfect 
match between the oil and the fiber cladding. The light source is a He- 
Ne laser whose beam is passed through a moving diffuser. A typical 
interferogram is shown in Fig. 2. The information needed to compute 
the refractive index distribution of the fiber core is obtained by 
measuring the displacement of one of the fringes from its straight level 
in the cladding. 

Next, we describe how the information about the refractive index 
distribution is extracted from the interferogram. We assume that the 
light rays pass the fiber core without deflection, using only the fact 
that their phases are retarded according to the length of their optical 
paths. In addition, we assume that the fiber core consists of a large 
number of concentric rings each with a constant index of refraction. 
We now evaluate the index step by step beginning at the periphery 
and proceeding toward the center. Figure 3 shows clearly that it is 
possible to determine the index value of each ring if we use the fact 
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Fig. 1— Microscope set-up for making double-pass interferogram. 
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Fig. 2— Interferogram of whole-fiber sample obtained with double-pass set-up. 

that the index values of all preceding rings are already known. We call 
this method of analysis the "circular index method." 

The relationship between the relative optical phase shift yp, fringe 
spacing L, and fringe shift Q is 

£.11 

If we designate the radius of the Jth ring by R( J) and note that the 
length of a single path through ring J is 

S(P, J) = 2{[R 2 (J- 1) - R 2 (P)] 1/2 ~ [*V> - R 2 (P)] 1/2 ), (2) 

we find that the double-path fringe shift through the core, passing 
through ring P on the horizontal axis, can be expressed as follows: 

Q(P) = 2 £ Un(P)S(P, P) + £ A/i(J)S(P, J) J . 

Aw (J) is the difference between the refractive index value of ring J 
and the index of the cladding. Solving for An(P) yields the relative 
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refractive index of ring P in terms of the phase shift (measured at the 
corresponding position) in terms of the relative index values of all 
preceding rings. 

a tm l $ XQiP) 



- I bn(J)S(P 



,j)Y 



(3) 



The iterative evaluation of this equation starts at an arbitrary radius 
large enough to ensure that Q(l) = and A/i(l) = 0. 

Note that the thickness of the rings, and hence the spacing at which 
the fringe shift values are sampled, need not be uniform. Our method 
of analysis also shows clearly that measurement errors must build up 
so that the refractive index near the fiber axis is known far less 
accurately than the index near the core boundary. This problem is 
aggravated by the fact that the weighting factor 1/S(P, P) in (3) 
becomes larger closer to the core center. However, these features of 
our method seem unavoidable since the same type of error build-up 
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Fig. 3 — Circular-index calculation scheme. 
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occurs also in another method (described in a companion article 6 ), 
which is based on an analytical solution of the integral equation. 
Figure 4 shows a typical plot of A/i vs radial position together with a 
power law curve fitted to the data. Four points near the fiber core 
center are omitted from the curve-fitting program, since they clearly 
did not conform to a simple power law. 

III. CIRCULAR INDEX METHOD: SINGLE-PASS INTERFEROMETER 

The circular index method, previously discussed, ignores bending of 
the sensing light rays as they pass through the core on their way to 
the mirror and on their return through the fiber. In actuality, ray 
bending does occur, and the amount of bending is readily computed 
by successive applications of Snell's law. Figure 5 shows the rays 
vertically incident from the top of the core and tilted from the vertical 
direction on the return from the mirror. This figure shows clearly that 
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Fig. 4— Index profile obtained from double-pass interferogram. 
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Fig. 5— Ray bending of incident and reflected rays in double-pass arrangement. 

significant ray displacement occurs, particularly near the core bound- 
ary. If single-pass interferometry of the Mach-Zender type were used, 
the sensing ray would pass through the fiber only once. The amount 
of ray bending in this case is shown in Fig. 6. The point at which the 
ray exits the core is translated only about Ve the distance experienced 
in the two-pass case. Furthermore, the change in the exit angle caused 
by the core is only about V2 the amount of the two-pass case. 

Although an a of 1.0 was assumed for the calculated ray bending 
effects shown in Figs. 5 and 6, equally significant ray bending occurs 
for other a values, for example, for a = 2. The ray displacement shown 
in Fig. 5 suggests that the double-pass method tends to eliminate fine 
structure from the interferogram and hence from the refractive index 
curve. Fibers made by modified chemical vapor deposition typically 
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Fig. 6— Ray bending of incident rays in single-pass arrangement. 



show the deposition layers if high resolution methods are used. Such 
fine structure is usually seen with the single-pass method, particularly 
near the fiber axis. 

A comparison of double-pass and single-pass interferograms of the 
same fiber sample is shown in Fig. 7. The different magnification used 
for the two methods is inherent in their practical realization. Interfer- 
ence objectives for conventional microscopes are at present not avail- 
able with high magnification. Interference microscopes, on the other 
hand, are equipped with high power objectives. Close scrutiny of 
Fig. 7 reveals that the single-pass interferogram shows the central dip 7 
in the fiber core while this feature is less obvious from the double-pass 
interferogram. The more sophisticated single-pass method, using a 
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high precision interference microscope, is a definite necessity if fine 
detail of the refractive index distribution is to be resolved. To take full 
advantage of the inherently rapid nature of this profiling method 
makes it desirable to automate the measurement. A description of the 
automated equipment is presented in the following section. 



IV. AUTOMATIC SINGLE-PASS PROFILING 

The experimental arrangement for automatic single-pass profile 
measurements is shown in Fig. 8. The heart of the system is a Leitz 
dual-beam, single-pass, transmission interference microscope. This 
instrument is essentially a combination of two microscopes and an 
interferometer in such a way that the magnified image of the object 
appears together with interference fringes. The interference micro- 
scope has been extensively used to perform precise refractive index 
profiling of optical fibers by examining polished slab samples. 1-3 Tech- 
niques have also been developed to make measurements of the fringe 
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Fig. 7— Comparison of double-pass and single-pass interferograms of the same fiber 
sample. 



INDEX PROFILES OF OPTICAL FIBERS: I 875 



INTERFERENCE 
MICROSCOPE 




PROGRAMMABLE 
CALCULATOR 



VIDEO 
DIGITIZER 






PLOTTER 



DISPLAY MONITOR 



Fig. 8— Elements of the set-up to perform automatic-refractive index profiling of 
whole-fiber samples with a single-pass interference microscope and a video analysis 
system. 



displacements directly in the microscope's output field 3,8 " 11 without 
the time-consuming need to process photographs. 

In our application, a short length of fiber (~1 cm) is inserted into 
index-matching oil in the sample arm of the microscope. However, if 
desired, the unbroken fiber could be placed under the microscope. A 
similar thickness of matching oil is placed in the reference beam. We 
found that an excellent match to the cladding could be achieved at an 
observation wavelength of X = 0.9 /mi with matching oil of index n = 
1.457 ± 0.0005; no heating of the oil was employed. 

The subsequent measurement procedure is similar to that of Ref. 9 
and involves video detection and digitization of the interference fringes 
under computer control. The output field of the microscope is detected 
with an infrared-enhanced, silicon-target vidicon whose electronics 
were modified to optimize signal stability and to reduce voltage drift 
to minimum levels. The video signal is sent to a video digitizer that 
has the capability of addressing and encoding discrete picture elements 
in the television frame. The digitizer resolves 480 picture elements on 
the Y axis and 512 elements on the X axis. The X and Y position data 
inputs are provided by the 16-bit duplex input/output (I/O) interfaces 
of a Hewlett Packard 9825A computer. Encoding is to 8 bits or 256 
gray levels and the digitized video is received by the calculator as 8 
bits, parallel binary. 

The digitizer also incorporates a video output display which permits 
the observation of the scene being processed and the monitoring of the 
encoding on the same screen. Figure 9 is a photograph of the display 
showing a sample of an index-matched graded-index fiber observed at 
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Fig. 9 — Photograph of monitor showing graded-index fiber and associated encoding 
display of sample line, cursor, and intensity waveform. Note that the interface between 
the matching oil and the cladding is barely visible, indicating a good match. 

a wavelength of A = 0.9 /xm. Location of the point being encoded is 
indicated by a dot cursor and the gray-scale value for all Y elements 
along a sample line at the selected X positions is displayed as a 
waveform at the side of the monitor screen. Care is taken when setting 
up the sample to ensure that the axis of the fiber is normal to the 
vidicon scanning axis and that the straight fringes in the cladding 
region lie nearly parallel to the scanning axis. Residual fringe tilt 
relative to the scan lines is compensated for by the data evaluation 
program. 

The objective of the encoding process is to accumulate intensity- vs- 
position data so that the displacement of a fringe from its cladding 
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level can be determined accurately as a function of radial position. 
This is accomplished by a new automatic, rapid, fringe finding and 
tracking procedure the details of which are presented in a companion 
paper. 6 Having determined the fringe displacement, the computer 
calculates An by the method described in a previous section and then 
plots the index profile along with coordinates and labeling on an XY 

plotter. 

The computer's program then determines a best-fit power-law (a) 
curve to the index profile. Since the profiles of most currently fabri- 
cated fibers contain perturbations, mainly in the form of a central 
index depression and tails at the core-cladding interface, the program 
provides means of ignoring these regions, which clearly do not follow 
the power law, by selecting the portions of the profile over which a fit 
is to be determined. The coordinates of the limits of these regions are 
entered into the computer which then proceeds to fit four variables to 
the given profile, viz., the core radius, the shift of the center of the 
core, the maximum index difference between core and cladding, and 
the a parameter. The program also determines a "fitting error" to 
provide a measure of how well the a curve approximates the measured 
profile. At the conclusion of the fitting program, the values of the 
various parameters are printed out and a best-fit a curve is drawn by 
the plotter. 

The above procedure was used on eight different Ge0 2 -doped fibers 
fabricated by modified chemical vapor deposition (mcvd). The results, 
giving the fitted values as described above, are presented in Table I 

Table I — FIT parameter comparison 
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across the rows labeled "Whole." Also shown are the limits of the 
fitted region. It is important to note that, since these profiles are not 
ideal a distributions, the value of a depends on the limits of the region 
over which the fit is made. We have found that slight changes of these 
limits can affect the a value by about 5 percent. 

The reproducibility of the measured profile is limited mainly by the 
build-up of errors in the integration scheme, an effect which is treated 
in detail in Ref. 6. Resulting variations of the index were consistently 
found to be a few parts in 10 4 , in excellent agreement with a theoretical 
analysis of this effect. 6 

To check these results and establish the validity of this method of 
index-profiling, we prepared polished slabs of the same fiber samples 
and measured their profiles by the already established techniques of 
interference microscopy. 2 These measurements utilized the same au- 
tomatic video analysis system with appropriate changes in the scanning 
and index evaluation procedures tailored to the slab geometry. 9 The 
experimental reproducibility of the profile for the slab samples is 
limited mainly by noise on the video signal. Variations in the index 
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Fig. 10 — Comparison of whole-fiber profile (broken line) with slab profile (solid line). 
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amount to a few parts in 10\ This is about an order of magnitude 
better than the whole-fiber method which, as mentioned, is inherently 
limited by error build-up. This level of accuracy, however, reflects only 
the repeatability of the measurement and the absolute error depends 
upon a precise knowledge of the sample's thickness and its degree of 

flatness. 10 

For comparison with the whole-fiber results, the a fit to the slab 
profiles were made over the same region. Results obtained by the slab 
method are shown in Table I across the rows labeled "Slab." The 
agreement is seen to be very good, with the average difference of the 
maximum An values and the a values being about 4 percent and the 
average difference of the core radii being about 2 percent. Generally, 
the absolute values of An and core radii for the slabs are slightly larger 
than the whole fiber results. These discrepancies, however, are under- 
standable because they are within the experimental precision of the 
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Fig. 11— Same as Fig. 10, but for a second fiber. The discrepancy of the radii on the 
right can be due to a slightly elliptical core which would be detected by the slab 
technique but not by the whole-fiber method since the latter assumes circular symmetry. 
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thickness measurements for the slabs (about 5 percent), which will 
affect the An level, and the error introduced by the lack of a perfect 
index match to the cladding of the whole fibers, which tends to reduce 
their observed radii (if the matching oil has a slightly higher index 
than the cladding). There is also the complication of focussing effects 
due to the boron layer, which can act differently for both cases, 
changing the apparent radius. In addition, the whole fiber analysis 
assumes circular symmetry, whereas the slab results are distinct for 
each side of the core. Thus, lack of circular core will not be apparent 
in the whole fiber results. 

Besides the good agreement of the fitted data, the details of the 
index profiles themselves are in excellent correspondence. Generally, 
distinctive features of the profiles are present in both cases, as can be 
seen in the three typical profiles shown in Figs. 10 to 12. A tendency 
of the whole-fiber technique is to display more clearly the layers in the 
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Fig. 12— Same as Fig. 10, but for a third fiber. The whole-fiber method tends to 
emphasize structural details, as explained in the text. 
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fiber core which exist especially near the axis. This is due to the fact 
that the whole-fiber method tends to magnify any fluctuations, and 
consequently also systematic ones, near the core center. The central 
index depression is also resolved to a greater degree by the whole-fiber 
method since this region, in the slab case, possesses a large index 
gradient which cannot be resolved by the interference fringe passing 
through it. The depth of the depression, as displayed by the whole- 
fiber profile, depends on how closely a vertical scanning line comes to 
the axis of the fiber, accounting for the variations that are observed in 
this region of the profiles. 

The whole-fiber method shows itself to be a viable technique to 
measure index profiles, although with somewhat less inherent attain- 
able precision than the slab method. Its main advantage of not requir- 
ing sample preparation and thus providing information within minutes 
should make it a very valuable diagnostic tool. Profile information can 
now be rapidly provided to allow adjustments in fiber-preform fabri- 
cation parameters to attain more ideal index distributions. Fibers can 
now also readily be evaluated, rated, and selected nondestructively for 
specific applications, depending upon the quality of their profiles, 
almost immediately upon production. In addition, the method also has 
the capability of providing information on core and cladding diameter 
values. 
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